[Kidney pelvis calcification around a double-J ureteral catheter which was impossible to extract. Apropos of a case].
We present a case of pyelorenal calcification on double-J ureteral catheter, which made endoscopic extraction impossible. We review the literature and describe the incidence, methods of diagnosis and treatment of this complication, as well as the means used to avoid it.